
Application Note

Determination of the Solution Color of 
White Sugar or Highly Pure Sugar Syrup 
with a Color Index up to 600 IU
Based on ICUMSA® Color GS2-9 (2024)

Introduction
The measurement of degrees Brix and solution color is 
routinely required in sugar manufacturing industries, 
where these parameters are used to grade product 
concentration, assess product quality, and support 
blending operations. The development of color in 
sugar products is attributed to specific stages of the 
manufacturing process. During refining, progressive 
removal of color occurs as raw sugar undergoes additional 
processing steps, and the pigmentation of the final 
product reflects the extent of refining to which it has been 
subjected. The refining process can therefore be regarded 
as a sequence of operations in which higher-colored 
raw sugar with lower market value is converted into 
low-colored refined white sugar with higher market value.1

To support this evaluation, several scales for the 
measurement of degrees Brix and color are used in 
the food industry. ICUMSA® (International Commission 
for Uniform Methods of Sugar Analysis) is recognized 
as the global body responsible for analytical methods 
applied in the sugar sector. Within this framework, 
raw sugar obtained from the initial production stage is 
characterized by very high color values and requires 
refinement and purification prior to consumption. 
Brown sugar and natural sugar represent partially 
purified forms of raw sugar that retain relatively high 
color values. Further purification yields refined and 
white sugars with substantially lower color values.

Analytical determination of color in these products is 
performed using standardized procedures. The method 
titled "Sugar color pH 7.0" is based on ICUMSA® 
Method GS2-9 (2024).2 Full procedural details are 
provided in the Official ICUMSA® Method, although 
updated versions may exist. This method is applied to 
solutions of e.g., crystalline white sugar, icing sugar, 
sugar syrup with color indices ranging from 20 to 600 IU 

(ICUMSA® Units). Samples are prepared in a buffer 
solution adjusted to pH 7.0. The solution is measured 
at 420 nm, the refractometric dry substance determined 
and a calculation performed to present a color result in IU.

Experimental

Method

The sample under investigation is dissolved in a 
buffer adjusted to pH 7.0. The dry mass is then 
determined by refractometry, and the absorbance of 
the prepared solution is measured photometrically at 
420 nm. The recorded refractometric and photometric 
values are used to calculate the ICUMSA® color.

The ICUMSA® color is expressed in ICUMSA® units at pH 
7.0 (IU).

The  method  is  based  on  the ICUMSA® Method GS2-9 
(2024).2

Measuring Range

Method 2549 Sugar Color pH 7.0 0–600 IU

(50-mm rectangular cell)

0–600 IU

(100-mm rectangular cell, 
only Prove 600 (plus))

Applicable Sample

Sugar with a color index from 20 to 600 IU 
(e.g., crystalline white sugar, icing sugar, sugar syrup)

Please note that the measuring range of the method 
intentionally exceeds the color range of the intended 
sample types. This design ensures that a result is still 
generated when measurements fall outside the expected 
sample range, rather than producing an error message.

MilliporeSigma is the U.S. and Canada 
Life Science business of Merck KGaA, 
Darmstadt, Germany.
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Reagents, Instruments and Materials

Instrument(s) & Devices

For the measurement one of the following Spectroquant® 
photometers is necessary

•	Spectroquant® VIS Spectrophotometer Prove 100 plus 
(1.73026) 

•	Spectroquant® UV/VIS Spectrophotometer Prove 300 
plus (1.73027) 

•	Spectroquant® UV/VIS Spectrophotometer Prove 600 
plus (1.73028)

This application note pertains to the above listed 
photometers and all discontinued instruments from the 
Spectroquant® Prove series.

Software for Data transfer

•	Optional Spectroquant® Prove Connect to LIMS 
software package (Y.11086) to transfer your data into 
an existing LIMS system. 

Instrument Accessories

•	Rectangular cells 50 mm (1.14944) and/or

•	Rectangular cell 100 mm (only for Prove 600 (plus)) 
(1.74011)

Other Reagents and Accessories

•	Water for analysis EMSURE® (1.16754) or

•	distilled water

•	Hydrochloric acid 0.1 mol/L Titripur® (1.09060)

•	Triethanolamine (TEA) GR for analysis (1.08379)

•	Membrane filters made of cellulose nitrate, pore size 
0.45 µm

•	pH-Meter

•	Refractometer

•	Ultrasound bath

•	250 mL conical flasks

•	500 mL volumetric flasks

•	Standard laboratory glassware (e. g. glass beakers) 
and pipettes

Analytical Procedure

Solution Preparation

•	TEA buffer solution (pH 7.0):

The buffer must be prepared according to ICUMSA® 
Method GS2-9 (2024), chapter 6.1–6.3.2

Sample Preparation

The sample must be prepared (incl RDS measurement) 
according to ICUMSA® Method GS2-9 (2024), chapter 8.2

Measurement

General instructions for performing the measurement, 
including zero setting and calibration sample 
blank preparation 

•	Select the method (2549, “Sugar Color pH 7.0“) from 
the method list of the Spectroquant® Prove. 

•	Tap on the entry field “RDS” and enter the RDS value 
in %. Confirm with <OK>.

•	Perform a zero adjustment (procedure see “Zeroing 
the photometer”).

•	Press <START> to start the measurement mode. 

•	Allow the instrument to perform the 
measurement automatically.

•	Transfer the sample solution into a corresponding 
cell. Place the cell into the cell compartment. The 
measurement is performed automatically.

•	Confirm measurement with <OK>. The IU value is 
shown in the display.

•	Press <START> to start the measurement procedure 
for the next sample. The system does not prompt a 
repeat of the zero adjustment.

Zeroing the photometer

•	The photometer must be zeroed prior to each new 
measurement series.

•	For the zero adjustment fill a suitable rectangular cell 
with water for analysis.

•	It is advisable to zero the photometer using the same 
cell as the one used for the measurement sample or 
else a cell with identical optical characteristics and an 
identical absorption (matched pair).

•	The zero-adjustment procedure for the measurement 
series is automatically prompted by the instrument 
after the entry of the refractometric dry substance 
factor (RDS) of the first analytical sample.

Evaluation

Results are expressed in ICUMSA® units (IU)
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To Place an Order or Receive Technical Assistance
Please visit SigmaAldrich.com/support 
For additional information, please visit SigmaAldrich.com

We have built a unique collection of life science brands with 
unrivalled experience in supporting your scientific advancements.

Featured Products 

Description Cat. No.

Instruments & Instrument Accessories

Spectroquant® UV/VIS Spectrophotometer Prove 600 plus 1.73028

Rectangular cells 50 mm 1.14944

Rectangular cells 100 mm 1.74011

Reagents

Water for analysis EMSURE® 1.16754

Hydrochloric acid 0.1 mol/L Titripur® 1.09060

Triethanolamine (TEA) GR for analysis 1.08379

Related Products 

Description Cat. No.

Instruments

Spectroquant® VIS Spectrophotometer Prove 100 plus 1.73026

Spectroquant® UV/VIS Spectrophotometer Prove 300 plus 1.73027

For more information visit us at  
SigmaAldrich.com/photometry
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